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PHIEU KET QUA THU NGHIEM
TEST REPORT

1. Tén mau/Name of sample:  KHAU TRANG Y TE 4 LOP /MEDICAL FACE MASK (4 LAYERS)
2. Ky hiéu mau/Mark of sample:
3. S6 lwgng mau/Quantity: 01

4. Tinh trang mau/State of M3u gbém 30 cai, dwge chira trong bao nilon 10 cai (x 03 goi)/

sample: Sample includes 30 pieces, contained in a plastic bag of 10 pieces (x 03 packs)
5. Khach hana/Client CONG TY TNHH SAN XUAT THU'ONG MAI KY THUAT A CHAU/
' 9 ’ A CHAU PRODUCTION TRADING ENGINEERING COMPANY LIMITED
io Al , 38 Lwong Truc Bam, phwdng Hiép Tan, quan Tan Phda, TP. HS Chi Minh/
6. Dia chilAddress: 38 Luong Truc Dam, Hiep Tan Ward, Tan Phu District, Ho Chi Minh City
7. Ngay nhan mau/
Datego reca_?ving: " 07/8/2020
P nghkm/ tr ngaylfrom: 07/8/2020 dén ngaylto: 11/8/2020
9. Két qua thlr nghiém/Test results:
T/ CHI TIEU, DON V] TiNH/ PHUONG PHAP THU/ TH’EEL&‘,JI%M ,
Iltem Test property, unit Test method Tuat fosiil
Tré Iyc hd hap
1. | (& ché db théi khi 30L/phat)/ mmH,0 | TCVN 7312:2003M) 26
Differential Pressure '

(in air blowing mode 30L/min)

Hiéu zuét loc ddi véi swong dau
(& ché d6 thoi khi 30L/phat)/ ) : (NA)

& Oil Mist Filtration Performance % Rl L 240
(in air blowing mode 30L/min)

3. | Khéi lwgng/ Weight g TCVN 7312:2003(NA 4,95

4. | Gi¢i han trwéng nhin/ Visual limit % TCVN 3154:1979®) 5,10

5. | Ham lwgng Pb/ Pb content (*) mg/kg TCVN 8389-1:2010NA |  KPH/ND (MDL=0,15)
6. | Ham lwong Cd/ Cd content (*) mg/kg TCVN 8389-1:2010N% |  KPH/ND (MDL=0,02)
7. | Ham lwgng Hg/ Hg content (*) mg/kg TCVN 8389-1:2010M | KPH/ND (MDL=0,03)
8. | Ham lwgng As/ As content (*) mag/kg TCVN 8389-1:2010M | KPH/ND (MDL=0,02)
9. | Ham lweng Sh/ Sb content (*) mg/kg TCVN 8389-1:2010M |  KPH/ND (MDL=0,02)
Ghi ch:

= (*): Thir nghiém trén 16p tiép xtic da mat/ Tested on face to face confact

- KPH/ND: Khéng phat hién/ Not detectable;

- MDL: Gi¢i han phét hién cla phwong phap/ Method Detection Limit,

= Tén mau, ky higu mau, tn khach hang, tén hop ddng dugc ghi theo yéu cAu khach hang/The sample, mark, client and contract are named by client's requirements;
- Két qua thir nghiém chi co gié tri trén mau thir do khach hang gl dén /The fest results are valid only for the recieved sample from client.

- Phiéu két qua ndy khong duoc trich sao néu chua ¢ sy ddng ¥ bing véin ban clia Trung tm Ky thuat 2/This Test report not be reproduced except in full without the
written approval of QUATEST 2;

= Trung tam Ky thuat 2 khong chiu trach nhiém khi théng tin cung cAp bdi khéch hang c6 thé dnh hudng dén gid tri st dyng cla két qua/ QUATEST 2 is
disclaimer when the information is supplied by the customer and can affect the validity of results

= (NA): phép thir chura duoc BoA céng nhan/Test method is not accreditated by BoA.

- (S): Két qua thir nghiém duoc thye hign b&i nha thiu phy/ Test resuits performed by A
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